
INTOX EC!IR II
Quality Assurance Worksheet

Instrument Serial Number 010446 Worksheet Start Date 7/28/2014

Location DFS Central Lab

Address 737 North 5th Street, Richmond VA, 23219

DFS Technician Timmy Neece, ,Jr License No 25387

W Laboratory F On-Site

Site Specification No detrimental environmental conditions exist F

Instrument Barometer (mm HG) 755 Reference Barometer (mm HG) 753

Reference Barometer(RB)Serial# 009111 RB Calibration Due 5/19/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample I
0 300 -0 003 0 003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0100 -0003 0003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Dry gas standard Lot No (with tank no

F Replaced dry gas standard (+0-ring) Supplies
Mouthpieces

F Installed at Location Certificates of Analysis
Operator Worksheet

F Remo’Eed to DFS-Central Other

Notes
Adjusted purge fan 10 C~,.,,4/e (~ _-4,~~v1.o, 1Z_
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Instrument Serial Number 010446 Certification Date

W Calibrated r Certified F Measurement Assurance Check

F Instrument Test F Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample I
0.250 0.000 0.000 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.150 0.000 0.000 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.080 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.020 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DateDFS Technician 2

Issuing Analyst Date 4 %97/f—
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Intox EC/IR—Il: Calibration

Department of Forensic Science
Serial Number: 010446 Test Number: 2016

Test Date: 07/29/2014 Test Time: 13:00 EDT
Dry Gas Target: 0.099

Lot Number: 3441310013—01 Exp Date: 01/01/2016
Tank Pressure: 948 psi Barometric Pressure: 754 mmHg

System Check: Passed

Test g/210L Time
BLK 0.000 13:00
CAL 0.099 13:01

Test Status: Success

Calibration CRC: 83C1CE4E



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010446 Test Number: 2017

Test Date: 07/29/2014 Test Time: 13:05 EDT

Technician Initials: TLN
Dry Gas Target: 0.248

Lot Number: 1611425014-04 Exp Date: 07/05/2016
Tank Pressure: 850 psi Barometric Pressure: 754 mmffg

System Check: Passed

Test g/210L Time
DIAG Pass 13:06
BLK 0.000 13:06
CHIC 0.248 13:07
BLK 0.000 13:08
CHIC 0.248 13:09
BLK 0.000 13:10
CHIC 0.248 13:11
BLIC 0.000 13:12

Success

Standard Value (at sea level): 0.250 g/210L

Certification Status: Continued
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Intox EC/IR—TI: Certification

Department of Forensic Science
Serial Number: 010446 Test Number: 2018

Test Date: 07/29/2014 Test Time: 13:19 EDT

Technician Initials: TLN
Dry Gas Target: 0.149

Lot Number: 0771315013-03 Exp Date: 05/01/2015
Tank Pressure: 507 psi Barometric Pressure: 754 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 13:19
ELK 0.000 13:20
CHIC 0.149 13:21
ELK 0.000 13:22
CHK 0.149 13:23
ELK 0.000 13:24
CHK 0.150 13:25
ELK 0.000 13:26

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010446 Test Number: 2019

Test Date: 07/29/2014 Test Time: 13:28 EDT

Technician Initials: TEN
Dry Gas Target: 0.079

Lot Number: 0771308012—03 Exp Date: 05/01/2015
Tank Pressure: 605 psi Barometric Pressure: 754 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 13:29
ELK 0.000 13:30
CHIc 0.080 13:30
ELK 0.000 13:32
CHIc 0.080 13:32
ELK 0.000 13:34
CHIc 0.081 13:34
ELK 0.000 13:35

Operator abort

Standard Value (at sea level): 0.080 g/210L

Certification Status: Failure

~~ ~ £v~p4]eJ Purse ~ i~ ~F ~



F/r4/

Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010446 Test Number: 2020

Test Date: 07/29/2014 Test Time: 14:24 EDT

Technician Initials: TLN
Dry Gas Target: 0.248

Lot Number: 1611425014-04 Exp Date: 07/05/2016
Tank Pressure: 840 psi Barometric Pressure: 754 rnmffg

System Check: Passed

Test g/210L Time
DIAG Pass 14:24
BLK 0.000 14:25
CHIC 0.258 14:26

Out of tolerance

Standard Value (at sea level): 0.250 g/210L

Certification Status: Failure



Intox EC/IR—TI: Certification

Department of Forensic Science
Serial Number: 010446 Test Number: 2021

Test Date: 07/29/2014 Test Time: 14:32 EDT

Technician Initials: TLN
Dry Gas Target: 0.248

Lot Number: 1611425014—04 Exp Date: 07/05/2016
Tank Pressure: 840 psi Barometric Pressure: 754 mmHg

System Check: Passed

Test g/2lOL Time
DIAG Pass 14:32
BLK 0.000 14:33
CHK 0.256 14:34

Out of tolerance

Standard Value (at sea level): 0.250 g/210L

Certification Status: Failure
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TroubleshootinglMaintenance Worksheet
SN

DFS Central Lab 700 N 5th Street, Richmond, VA 23219 Page 1 of i

Date nitials Work Performed
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Location


